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Hall Effect Transducer Gives Electrical Output Proportional

to Meter Shaft Rotation 
mechanical-to-electrical transducers, the output of the 
Hall Effect transducer can be transmitted (by wire or 
telemeter) to any desired location for display, storage; 
or computer processing. 
As shown in the schematic, a Hall probe (a plate 
of an appropriate conductor or semiconductor) is 
rigidly suspended between the poles of a permanent 
magnet which is fixed to the meter output shaft. Thus, 
the Hall probe remains stationary as the magnet and 
shaft rotate together. With a constant control current 
supplied to contacts at the ends of the probe, the out-
put voltage (Hall voltage) generated between contacts 
on the sides of the probe will be directly proportional 
to the sine of the angular displacement or rotation 
of the meter shaft. 
Since the sine of the angle and its measure in radians 
rapidly approach equality for small angles, the voltage 
output and meter shaft rotation for angles ranging 
from .0 to about 6° may be accepted as being directly 
proportional. A voltmeter connected to the Hall trans-
ducer output could then be calibrated to give direct 
readings of meter shaft rotation (corresponding to 
differential pressure or other physical magnitude pro-
portional to meter shaft rotation) on a linear scale 
extending over about ± 6°. 
Notes: 
1. The principle of this transducer would be generally 
applicable to any meter with a rotary shaft that 
responds to changes in a physical magnitude. 
2. With appropriate shaping of the magnetic field 
between the magnetic poles, or the use of a specially 
designed Hall probe, the voltage output linearity 
of the transducer can be extended to a much larger 
range of shaft rotations (approximately ± 30°). 
(continued overleaf) 
Meter Output 
Shaft	 Hall Voltage = K sin 6 
A transducer based on an application of the Hall 
Effect has been designed to produce output voltages 
directly proportional to small rotary shaft displace-
ments, such as in mechanical differential-pressure 
meters. A primary advantage of this electrical output 
transducer for measuring angular displacements is 
that it does not introduce frictional contact between 
stationary and moving parts. As in the case of other
This document was prepared under the sponsorship of the National 	 Government assumes any liability resulting from the use of the 
Aeronautics and Space Administration. Neither the United States 	 information contained in this document, or warrants that such use 
Government nor any person acting on behalf of the United States
	 will be free from privately owned.rights.
https://ntrs.nasa.gov/search.jsp?R=19700000286 2020-03-17T00:16:39+00:00Z
The transducer can be used for measurement of 
angles up to ± 900, where nonlinear outputs are 
acceptable. 
3. No additional documentation is available. Specific 
questions, however, may be directed to: 
Technology Utilization Officer 
Langley Research Center 
Hampton, Virginia 23365 
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